Technical report: the effects of humidity on the Abawerk osteometric board.
Calibration of the Abawerk osteometric board was checked in varying conditions of relative humidity. The paper scale of the board expands in high relative humidity. Measuring errors as great as 3.5 mm may result when using the board in humid environments.